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A.D.  1869,  14  th  August.  N°  2437. 


Denture  for  Artificial  Teeth. 


( This  Invention  received  Provisional  Protection  only.) 

PROVISIONAL  SPECIFICATION  left  by  George  Ash  at  the  Office  of 
the  Commissioners  of  Patents,  with  his  Petition,  on  the  14th 
August  1869. 

I,  George  Ash,  of  Great  Marlborough  Street,  in  the  County  of 
5  Middlesex,  Dentist,  do  hereby  declare  the  nature  of  the  said  Invention 
for  “An  Improved  Denture  or  Appliance  for  Carrying  and  Supporting 
Artificial  Teeth  in  the  Mouth  by  Suction,”  to  be  as  follows  : — 

This  Invention  relates  to  the  manufacture  of  a  dental  appliance 
known  and  distinguished  as  a  denture,  forming  in  fact  a  false  roof  or 
10  palate  of  vulcanite,  to  which  artificial  teeth  are  to  be  affixed  and  held  in 
the  mouth  by  suction. 

The  mode  heretofore  practised  of  manufacturing  the  denture  has  been 
to  shape  the  vulcanite  in  a  mould  or  cast  taken  from  the  roof  of  the 
person’s  mouth  which  the  denture  is  intended  to  fit,  and  in  order  to 
15  give  sufficient  solidity  and  strength  to  the  denture  the  vulcanite  had 
to  be  made  rather  thick,  thereby  rendering  it  clumsy  and  uncomfortable 
in  the  mouth. 
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Ash's  Improved  Denture  for  Artificial  Teeth. 

Now  this  Invention  consists  in  combining  a  woven  or  textile  fabric 
or  fibrous  material  with  the  vulcanite  in  the  manufacture  of  the  denture, 
thereby  enabling  it  to  he  made  very  thin  and  light  combined  with 
strength,  and  affording  it  better  holding  properties  in  the  mouth  by 
reason  of  the  woven  or  textile  fabric  coming  into  contact  with  the  5 
roof  of  the  mouth.  I  propose  to  have  one  or  more  layers  of  the  woven 
fabric  combined  with  the  vulcanite  and  shape  in  a  mould  in  the  usual 
way  of  shaping  dentures  made  of  vulcanite. 
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